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Abstract

Background:Arteriovenous malformation(AVM) have long-term“blood stealing” characteristics, which result in
complicated hemodynamic features. To analyze the application of intraoperative indocyanine green angiography
with FLOW 800 software in AVM surgeries.

Methods: Data on 17 patients undergoing surgery with ICG fluorescence were collected in Beijing Tiantan Hospital.
To analyze the hemodynamic features of AVM and the influence on the peripheral cortex of AVM resection, we
assessed the following hemodynamic parameters: maximum intensity, slope of rise, time to half-maximal
fluorescence, and transit time from arteries to veins.

Results:In the 17 superficial AVMs studied, the time-delay color mode of the FLOW 800 software was superior to
the traditional playback mode for identifying feeding arteries, draining veins, and their relation to normal cortical
vessels. The maximum fluorescence intensity and slope of the ICG fluorescence curve of feeder arteries and
draining veins were higher than those of normal peripheral vessels (P< 0.05). The transit times in AVMs were
significantly shorter than those in normal peripheral vessels (P< 0.05). After AVM resection, cerebral flow increased
in the cortex, and local cycle time becomes longer, although the differences were not significant (P> 0.05).

Conclusions:Hemodynamic parameter analysis provided quality guidance for the resection of AVMs and could
also be used in estimating changes in blood flow in the local cortex to identify abnormal hyperperfusion and
residual nidus.
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Background
Arteriovenous malformations (AVMs) are responsible
for about 2% of all hemorrhagic strokes, mainly in chil-
dren and young adults [1, 2]. Despite advances in endo-
vascular treatment and radiotherapy, surgical resection
remains the most effective treatment for AVMs. There-
fore, real-time vascular imaging and hemodynamic mon-
itoring are necessary for surgical strategy adjustments
during AVM surgery.

Intraoperative indocyanine green (ICG) videoangiogra-
phy is used widely in neurosurgery and has proven a
useful addition to neurovascular surgery [3–6]. FLOW
800 is a recently developed visualization, cinefluorogra-
phy, and data analysis software that can be installed in
the Carl Zeiss OPMI Pentero or OPMI Pentero 900 sur-
gical microscopy system to analyze hemodynamic data.
The time-delay color map provided by the software em-
ploys colors to instantly identify the direction and se-
quence of blood flow. The intensity diagram function
helps to visualize variations in blood flow over time.

In this study, we analyzed hemodynamic changes in
AVM nidus and normal peripheral vessels during sur-
gery using ICG videoangiography and the FLOW 800
software.

Ethics
The study protocol and written informed consent form
were reviewed and approved by the Institutional Review
Board of Beijing Tiantan Hospital (Beijing, China), which

is affiliated with Capital Medical University (Beijing,
China) (KY 2017-012-02).

Methods
Patients
We enrolled 17 patients who were admitted to our de-
partment with AVM during March to November 2016
(Table 1) in Beijing Tiantan Hospital. All patients under-
went AVM resection surgery under general anesthesia.

ICG
ICG is a nontoxic tricarbocyanine dye (molecular weight
775 Da, C43H47N2O6 S2Na) with peak spectral absorp-
tion at 805 nm and peak emission at 835 nm [7]. In each
patient, ICG dye was injected into a peripheral vein as a
bolus (standard 25-mg dose dissolved in 5 mL water or
0.25 mg/kg). Fluorescence angiography was typically per-
formed at three points during the AVM resection. First,
ICG videoangiography was performed to obtain informa-
tion about the hemodynamics of the AVM and normal
cortical vessels surrounding the AVM before the resec-
tion. This step was a primary, superficial survey. Second,
ICG videoangiography was repeated to obtain informa-
tion on hemodynamic changes in the AVM after the
major feeders were clipped. This step served to confirm
the effect of clipping and to gather data for further
hemodynamic analysis. Finally, ICG analysis was per-
formed at the end of the resection to identify any

Table 1 Summary of the AVM patients

Patient Age Sex Presentation S-M
grade

Location Size (cm) No. of cortex ROI No. of nidus ROI No. of
ICG
videos

Postoperative
DSA/CTA

MRS

A V F D

1 55 F Headache 4 L,PT 5.0 × 4.0 × 5.0 3 2 2 3 3 No 4

2 24 M Hemorrhage 3 R,P 4.0 × 3.0 × 3.0 2 2 3 2 3 No 3

3 24 M Hemorrhage 3 L,P 4.0 × 3.0 × 3.5 3 3 2 2 3 CTA 4

4 28 M Headache 2 R,FT 4.5 × 3.5 × 3.0 4 3 2 2 3 CTA 0

5 40 M Hemorrhage 3 R,O 5.5 × 4.0 × 2.5 3 3 2 4 3 DSA 1

6 33 M Epilepsy 2 L,P 3.0 × 3.5 × 4.0 2 2 1 2 3 NO 0

7 44 M Epilepsy 2 R,F 3.5 × 2.5 × 2.5 3 4 4 2 3 DSA 0

8 30 M SAH 3 L,T 5.0 × 3.5 × 3.0 2 2 2 1 2 CTA 0

9 31 M Epilepsy 4 R,F 4.5 × 4.5 × 4.0 4 3 3 2 3 DSA 0

10 45 F Hemorrhage 3 L,TO 4.5 × 4.5 × 4.0 3 3 4 4 3 DSA 2

11 26 M Hemorrhage 2 L,P 4.0 × 4.0 × 4.0 2 2 3 2 3 DSA 3

12 18 F Epilepsy 3 R,F 4.5 × 4.0 × 4.0 3 2 2 2 4 DSA 0

13 13 M Headache 3 R,F 4.0 × 4.5 × 3.0 2 2 3 2 3 DSA 0

14 28 M Headache 2 L,T 3.5 × 3.0 × 2.5 2 3 2 3 3 DSA 0

15 38 F Epilepsy 4 R,T 6.0 × 4.5 × 4.0 3 3 3 4 3 CTA 1

16 29 F Epilepsy 3 L,F 3.5 × 3.0 × 4.0 3 2 4 4 3 CTA 0

17 34 M Headache 2 R.O 4.5 × 4.0 × 4.0 2 2 2 3 3 DSA 0

Yeet al. Chinese Neurosurgical Journal           (2020) 6:29 Page 2 of 9



residual AVM and mark the cortical vessels for further
analysis.

Operation
All operations were performed using two microscopes
available in our department (Carl Zeiss OPMI Pentero
microscopes with INFRARED 800 camera modules; Carl
Zeiss, Oberkochen, Germany). Both microscopes had
near-infrared video integration and were able to perform
ICG videoangiography.

Under illumination with a near-infrared light source
(excitation range 700–780 nm), real-time microscope
images were recorded. An optical filter that allowed only
fluorescence in the ICG emission range (820–900 nm)
was used. To obtain optimum illumination, we set the
standards for AVM resection as follows: the microscope
diaphragm was automatically adjusted to a wide setting;
the illuminated field diameter was set in the middle pos-
ition; the illumination intensity was set to 50%; the rec-
ommended working distance of the scope was set at 300
mm; and the Pentero microscope zoom was set to 5 ×.

ICG fluorescence angiography clearly showed the
AVM nidus. Feeder arteries and draining veins were
mainly chosen as the hotspots. We selected three to five
feeder arteries and draining veins, along with peripheral
cortical arteries, as the hemodynamic parameter collec-
tion points using the FLOW 800 software.

FLOW 800 software and data analysis
FLOW 800 is an analytic color visualization tool that
can evaluate the fluorescence video sequences obtained
by microscope-integrated ICG fluorescence angiography
using INFRARED 800. It provides an objective evalu-
ation of results, visually and in different colors. Using
this visualization tool, the ICG transit curve intensities
were recorded, and maps of maximal fluorescence inten-
sities were saved. Then, two-dimensional visual maps
(including color maps) of the AVM were created accord-
ing to maximal fluorescence intensities or time to half-
maximal fluorescence. The intensity diagram function
can provide a variable shape that reflects variation in the
blood flow of the feeders, drainers, and peripheral ves-
sels before and after AVM resection. Related parameters
were defined as follows: time to half-maximal fluores-
cence was defined as the time required for the ICG
fluorescence intensity to reach 50% of the maximum
value (T1/2 peak); transit time was defined as the time
required for blood to flow from artery to vein (arterio-
venous transit time); rise time was defined as the interval
between 10% and 90% of the maximum signal; and cere-
bral blood flow index slope was defined as the ratio of
maximum fluorescence intensity to rise time.

Qualitative ICG video analysis
The indication for each ICG video during the AVM re-
section was recorded. As recommended by Hanggi et al.
[8, 9], the ICG videos were classified into three categor-
ies based on the phase of AVM surgery: (i) primary re-
section (pre-resection), (ii) intra-resection, and (iii) post-
resection. Positive and negative attributes of each ICG
video recording were recorded. In addition, the suitabil-
ity of the ICG video for flow analysis was noted. If the
video was suboptimal for fluorescence intensity flow
analysis, the reason was clearly recorded. The ICG vid-
eos from the 17 patients were retrospectively reviewed
by an independent third-party neurosurgeon and were
compared to the concurrent normal white-light video
recording.

Statistical analysis
Values are presented as the mean ± standard devi-
ation. The statistical analysis was performed using the
Statistical Package for the Social Sciences ver. 16.0
(SPSS, Chicago, IL, USA). The mean measurements of
the computed tomographic angiography (CTA) and
three-dimensional model were compared using one-
way analysis of variance followed by Fisher’s least sig-
nificant difference test. Comparisons between two
groups (survey scores) were achieved using Student’s t
test. Two-tailed P values < 0.05 were considered sta-
tistically significant.

Results
Patient outcomes
Our study enrolled 17 AVM patients who were judged
suitable for surgical resection surgery under general
anesthesia. The demographic characteristics of the pa-
tient population are listed in Table1. Equal numbers of
male and female patients were enrolled, and the mean
age was 34.5 years (range 18–55 years). Eight patients
had grade 3 Spetzler–Martin AVM, six had grade 2
AVM, and 3 had grade 4 AVM. The clinical presentation
was hemorrhage in 35.3% of patients, including one sub-
arachnoid hemorrhage, epilepsy in 35.3%, and headache
in 29.4% of patients.

A total of 51 ICG fluorescence angiographies were
performed; 15 patients received angiography three times,
1 received it two, and 1 patient received angiography
four times. Blood pressure was maintained at 100–120
mmHg (105 ± 12 mmHg). Fourteen patients underwent
digital subtraction angiography (DSA) or CTA after the
operation, and all tests showed that the AVM was totally
removed.

No side effects or adverse reactions were noted after
ICG administration in any of the patients.
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Quantitative ICG fluorescence intensity analysis
In the 17 superficial AVMs, the time-delay color mode
provided by the FLOW 800 software proved more useful
than the traditional playback mode in identifying feeding
arteries, draining veins, and their relations to normal
cortical vessels. The transit times in AVMs were signifi-
cantly shorter than those in normal peripheral vessels (P
< 0.05; Figs.1 and 2).

Arterial feeders
The development time of feeder arteries (T1/2 peak
20.19 ± 3.16 s) was significantly earlier than that for cor-
tical arteries (T1/2 peak 22.59 ± 3.13 s), which could
serve as a basis for identifying feeder arteries. The slope
of arterial feeders (144.95 ± 38.08 AI/s) was significantly
greater than that of normal cortical arteries (69.20 ±
13.05 AI/s; P < 0.05), indicating that AVMs exhibited

hemodynamic characteristics of high flow and high per-
fusion (Fig.3).

Draining veins
We analyzed the T1/2 peak, slope, and maximum
fluorescence intensity of draining veins; The max-
imum fluorescence intensity (336.47 ± 90.41), slope of
the ICG fluorescence curve (178.66 ± 15.09), and T1/
2 peaks (20.79 ± 3.42 s) of draining veins were higher
than those of normal peripheral vessels (P < 0.05).
This observation could be helpful in identifying drain-
ing veins (Fig.4).

Cortical arteries
Before AVM resection, the T1/2 peak of the cortical
arteries was 22.59 ± 3.13, and the slope was 69.20 ±
13.05. After AVM resection, the T1/2 peak was 22.45
± 3.15 s, and the slope was 106.63 ± 28.85 (P < 0.05).

Fig. 1 The typical ICG fluorescence intensity analysis of AVM before and after surgery.A1 The AVM hemodynamics characteristics before clipping
feeding artery.B1 The typical picture of ICG video, hemodynamic parameter acquisition area of the nidus before resection, and the fluorescence
intensity curve analysis chart.C1The typical picture of ICG video, hemodynamic parameter acquisition area of the cortex vessels before resection,
and the fluorescence intensity curve analysis chart.A2 The AVM hemodynamics characteristics after clipped one feeding artery. The blood
increased in part of AVM.B2 The typical picture of ICG video, hemodynamic parameter acquisition area of the nidus after clipping one feeding
artery, and the fluorescence intensity curve analysis chart.C2 The typical picture of ICG video , hemodynamic parameter acquisition area of the
cortex vessels after clipping one feeding artery, and the fluorescence intensity curve analysis chart.A3 The AVM hemodynamics characteristics
after clipped two feeding artery. Some communicating artery open.B3 The typical picture of ICG video, hemodynamic parameter acquisition area
of the nidus after clipping two feeding artery, and the fluorescence intensity curve analysis chart.C3The typical picture of ICG video ,
hemodynamic parameter acquisition area of the cortex vessels after clipping two feeding artery, and the fluorescence intensity curve analysis
chart.A4 After resection of AVM, cortex vessel blood increased.B4 The typical picture of ICG video and hemodynamic parameter acquisition area
of the cortex vessels after surgery.C4The fluorescence intensity curve analysis chart of cortex vessels after surgery
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