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Abstract

Background: The use of cranial fixation devices in neurosurgery is very common, which is considered to be an
important auxiliary method for many craniotomies. However, previous studies have reported complications of using
cranial fixation devices, including brain tissue, nerve and blood vessel damage, scalp laceration, subcutaneous
hematoma, etc. Some of the complications are serious and even potentially fatal, and the causes of which may be
related to the incorrect use of cranial fixation devices. Although there are no serious complications in our review,
the cause of that needs to be further summarized and analyzed, as so to minimize the serious consequences
caused by the cranial fixation device slippage and ensure the safety of the patients’ surgical procedure.

Case presentation: In our recent work, we have continuously found three cases of unstable cranial fixation
devices, which make us to analyze the possible factors and summarize experience combined with the review of
other senior neurosurgeons (more than 3 years of working experience) from different departments of neurosurgery.

Conclusions: Based on our recent incidents of unstable cranial fixation and the experience of investigating and
analyzing senior doctors from different neurosurgery centers, we summarized experience to minimize the risk of
unstable cranial fixation. We tried a variety of options, including a safe anatomical location for cranial fixation,
teamwork, and communication with anesthesiologists and itinerant nurses, to ensure the stability of the patient’s
cranial fixation devices. The data obtained in this survey has great limitations, including the doctor’s personal
prejudice and dependence on anecdotal memories. Therefore, the data should be interpreted with caution.
However, there are still some modes that can help to better understand the use of safe cranial fixation. Based on
the above research and analysis, we have made recommendations that may help neurosurgeons to avoid
preventable complications
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Background
The use of cranial fixation devices in neurosurgery is very
common and considered to be an important auxiliary
method for many craniotomies. Gardner designed the first
cranial fixation devices for sitting surgery in 1935, and
later Mayfield cranial fixation devices were developed to
locate the skull and prevent movement in the proceed of
neurosurgery as a safe equipment [1, 2].
However, previous studies have reported complica-

tions of using cranial fixation devices in adults and
children [3–5]. Some of the complications are serious
and even potentially fatal, and the causes of which
may be related to the incorrect use of cranial fixation
devices [4, 5]. Among many adverse events, injuries
caused by falling of cranial fixation devices are often
the most serious and may be life-threatening.
Despite few cases published, several neurosurgeons

discussed complications of cranial fixation devices
during their careers in informal conversations, suggest-
ing that their risks must be underestimated [3]. In our
recent work, we have continuously found three cases of
unstable cranial fixation devices, which reminded us to
analyze the possible factors and summarize experience
combined with the review of other senior neurosurgeons
from different departments of neurosurgery.

Case presentation
Case 1, male, 53 years old, was diagnosed with cerebellar
vermin meningioma. The patient was adopted left ab-
dominal supine position and fixed with Mayfield head
frame, where double pins were located in the left tem-
poral part and a single pin was located in the right tem-
poral part. The pressure of pins achieved 70 pounds.
The surgical approach adopted the posterior median
approach, and 2 holes were drilled during the oper-
ation. The whole operation time was 4 h. The patient
showed head movement when we sutured scalps.
When the Mayfield head frame was removed after the
operation, the pressure of pins was changed into 50
pounds.
Case 2, female, 42 years old, was diagnosed with

acoustic neuroma located in the left cerebellopontine
angle (CPA). The patient was adopted right abdominal
decubitus and fixed with Mayfield head frame, where
double pins were located in the left temporal part and a
single pin was located in the right temporal part. The
pressure is 60 pounds. The surgical approach adopted
the right retro-sigmoid approach, and 2 holes were
drilled during the operation. The whole operation time
was 4 h. The patient showed head movement when we
sutured scalps. When the Mayfield head frame was re-
moved after the operation, the pressure of pins was
changed into 40 pounds.

Case 3, female, 61 years old, was diagnosed with men-
ingioma located in the left frontraoparietal. The patient
was adopted supine position and fixed with Mayfield
head frame, where double pins were located in the right
temporal part and a single pin was located in the left
temporal part. The pressure is 60 pounds. The surgical
approach adopted the left frontraoparietal approach, and
2 holes were drilled during the operation, and the whole
operation time was 4 h. When the head frame was
removed after the operation, the head frame scale was
found to be 50 pounds.
These incidents aroused our great attention. If we did

not discover and summarize the experience in time, it
may appear again in the subsequent work and cause ser-
ious consequences. To this end, we also communicated
with senior physicians and investigated cerebral fixation
device instability events that occurred among different
neurosurgeons. All illustration figures of the three cases
are shown in Fig. 1.

A survey of senior doctors
We investigated the neurosurgeons from Beijing Tiantan
Hospital, Jinzhong First People’s Hospital, Linfen Peo-
ple’s Hospital, and The Seventh Medical Center Of
Chinese People’s Liberation Army General Hospital, re-
spectively. The content of this survey contains operation
position, emergency operation, depth of anesthesia, pres-
sure of pins, the skin of the head, time of operation, and
appearance of unstabilization.

Discussion
Among the seven doctors surveyed, five doctors were
found to have experienced cranial fixation device in-
stability events, of which one doctor experienced one in-
cidence, three doctors experienced two incidences, and
one doctor experienced three incidences. In all inci-
dences, there is no complete slip of head frame and ser-
ious complications, and the main results are partially
displacement of cranial fixation devices and reduction of
pressure. In addition, with the growth of these senior
doctors, the incidence of these events has declined sig-
nificantly, and most of the incidents occurred during the
period of serving as a young doctor.
In the events of cranial fixation device instability, the

ratio of men and women is the same. Among these inci-
dents, three patients occurred in the supine position, ac-
counting for 30%, and seven patients occurred in the
lateral/prone position, accounting for 70% (Fig. 1).
Among the ten incidents, four incidents of them oc-
curred in emergency surgery, and six incidents were rou-
tine surgery. Four incidents had involuntary movements
before removing cerebral fixation devices. The pressure
of cranial fixation pins is strictly 60 pounds for women
and 70 pounds for men. Among them, four patients are
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with thicker soft tissues in the head, and six patients
with normal and thin skins. In the events of unstable
cranial fixation devices, there were no serious complica-
tions. Among them, four patients showed head pin dis-
placement, and the distance was less than 1 cm; six
patients showed pressure reduction to 40–50 pounds
with no obvious tack displacement. Although there are
no serious complications, the cause of that needs to be
further summarized and analyzed, as so to minimize the
serious consequences caused by the cranial fixation de-
vice slippage and ensure the safety of the patients’ surgi-
cal procedure. Among the doctors surveyed, about 71%
doctors experienced unstable incidences of cranial cere-
bral fixation devices (Fig. 2).

Complications of cranial fixation devices have been re-
ported in the literature, including skull fractures, needle
infections, venous air embolism, and subdural and epi-
dural hematoma [6, 7]. Despite owning these potential
risks, cranial fixation devices provide the unique advan-
tages of fixation and stability in cranial operations, espe-
cially for high-precision surgery, requiring that the head
frame installation must be strictly fixed. At the same
time, cranial fixation device fixation can be used to pre-
vent concomitant pressure ulcers and eye complications
[8, 9]. Based on the survey of multiple senior doctors in
different hospitals, we investigate the stability of the cra-
nial fixation device installation, and the possible poten-
tial risks are summarized.
From these results, we found that patients in the lat-

eral prone position were more prone to induce cranial
fixation device instability, indicating that there were
large instability factors in the prone/lateral prone ab-
dominal position, which may be due to the weight of
bodies was more distributed on the cranial fixation de-
vices than the supine position. It required that we
should pay more special attention to the stability of the
cranial fixation device installation when patients were
performed in the prone/lateral prone abdominal pos-
ition. Among the ten patients, 40% of them are emer-
gency surgery and 60% are routine surgery. The
proportion of routine surgery seems to be higher than
emergency surgery; however, the overall number of rou-
tine surgery is much higher than that of emergency
surgery. From this point, we can obtain that the prob-
ability of cranial fixation device instability in emergency
surgery is much higher than the proportion of routine
surgery. These results showed that the preparation for
emergency surgery might not be as full as in routine
surgery, and errors were more likely to occur.

Fig. 1 Illustration figures for three cases with unstable cranial fixation devices

Fig. 2 Rate of doctors with cranial fixation incidents. Among the
doctors surveyed, about 71% doctors experienced unstable
incidences of cranial fixation devices
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In addition, 40% patients had involuntary movements
before removing the cranial fixation devices. And in one
patient who recently had unstable cranial fixation devices,
we paid special attention to the installation position and
the amount of pressure applied after installing the head-
gear and checked with the superior doctors and traveling
nurse. At the end of the operation, we found that the pa-
tient’s head appeared involuntary activities. We communi-
cated with the anesthesiologist in me to enhance the
control of anesthetic drugs. In the end, we found that the
pressure of the cranial fixation devices was changed from
70 pounds to 50 pounds. Two of the three patients who
recently found the cranial fixation device unstable were
accompanied by involuntary shaking of the head during
the operation. These results suggested that the depth of
patient’s anesthesia also plays an important role in the sta-
bility of cranial fixation devices. The shaking of the pa-
tient’s head during the operation may affect the stability of
the cranial fixation devices.
Among all patients, the pressure of cranial fixation de-

vices is strictly controlled for women 60 pounds and
men for 70 pounds. Among them, there were four cases
of unstable cranial fixation devices in patients with
thicker tissues, accounting for 40%, and six cases of nor-
mal and thin tissue patients accounted for 60%. These
results indicated that in patients with a thicker scalp, the
pressure should be appropriately increased to prevent
the head pins to shift or even slip. The length of the op-
eration time is also closely related to the stability of the
tissues. With the extension of the operation time, the
higher proportion of cranial fixation device slipping or
displacement happens.
In the cases investigated, there were no serious com-

plications. Four cases showed cranial fixation device dis-
placement, and the distance was less than 1 cm. Another
six patients showed pressure reduction to 40–50 pounds,
and no obvious head displacement occurred. Although
there were no serious complications, the cause of its oc-
currence needs to be further summarized and analyzed,
so as to minimize the serious consequences and ensure
the safety of patient’s surgical procedure.
Among the doctors surveyed, about 71% doctors expe-

rienced unstable incidences of cranial fixation devices,
and 80% occurred in the first 3 years of their work car-
eer, rarely in the subsequent work period. This showed
that the stability of the cranial fixation devices in the be-
ginning of the work was closely related to the doctor’s
experience (Fig. 3 and Table 1). This was also related to
the communication between the anesthesiologist and the
traveling nurse through the operation.
Based on our recent unstable cranial fixation inci-

dents and the experience of investigating and analyz-
ing senior doctors from different neurosurgery
centers, we conducted experience analysis and

summary to minimize the risk of unstable cranial fix-
ation pins. We tried a variety of options, including a
safe anatomical location for cranial fixation, team-
work, and communication with anesthesiologists and
itinerant nurses to ensure the stability of the patient’s
cranial fixation devices. Although the statistical value
of these 10 cases is limited, just based on empirical
analysis and retrospective studies, more clinical stud-
ies can be conducted to assess related risks and make
recommendations for the safe installation of the cra-
nial fixation devices.

Conclusions
The data obtained in this survey has great limitations,
including the doctor’s personal prejudice and depend-
ence on anecdotal memories. Therefore, the data should
be interpreted with caution. Despite these limitations,
there are still some modes that can help to better under-
stand the use of safe cranial fixation. Based on the above
research and analysis, we have made recommendations
that may help avoid preventable complications.
The following suggestions are based on the survey re-

sponses and our own practical experience (Figs. 4 and 5):

1. Strictly follow the process to install cranial fixation
devices, and at least two doctors are present to
verify the stability of cranial fixation devices. The
junior doctors need to install the head frame with
the assistance of the senior doctors, and gradually
accumulate experience;

2. Fully assess the patient’s head circumference size,
weight, and skin thickness. In patients with a
heavier head and thicker scalp, we should increase
the pressure appropriately to ensure the stability of
the cranial fixation devices;

3. The position of the cranial fixation devices needs to
be carefully analyzed to ensure that the center of

Fig. 3 Working years of doctors with cranial fixation incidents.
About 80% occurred in the first 3 years of their work career, rarely in
the subsequent work period

Cheng et al. Chinese Neurosurgical Journal            (2021) 7:25 Page 4 of 7



Table 1 Summarization of unstable factors of cranial fixation devices in neurosurgical operations

Fig. 4 The relation between the position of the cranial fixation devices and the center of the head. a The center of the head is located at the
upper part of the three-point center of gravity of the head frame. b The center of the head is located at the lower part of the three-point center
of gravity of the head frame
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the head is located at the upper part of the three-
point center of gravity of the head frame, so that it
is possible to ensure that the cranial fixation devices
support the head effectively;

4. In some complex surgical positions, more attention
should be paid to the stability of the cranial fixation
devices. Due to various changes in its body angle,
there are many variable influencing factors;

5. The prolonged operation time may increase the
factors of cranial fixation device instability. In
patients with long surgical events, the stability of
the cranial fixation devices can be checked
intraoperatively;

6. During the operation, try to avoid unnecessary
pressure on the patient’s head to cause the
instability of the head nail;

7. Fully communicate with the anesthesiologist to
determine the end time of the operation, so that the
anesthesiologist can better evaluate the use of the
anesthetic drugs;

8. The re-check with the itinerant nurse is an indis-
pensable part. In our recent incidents, it is that the
itinerant nurse discovered and rigorously verified
consequent operations that the discussion and em-
pirical analysis of this article.
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